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In this paper the EGS4 simulation code was used to study the response of Nal(T1) detector when 
exposed to gamma rays photons in the energy range <300 keV. The study included the recording of 
incident rays spectra and photopeak determination. In addition the probability of K X-ray escape 
from a Nal(11) crystal and its dependence on detector shape and volume was considered. The 
obtained results showed an excellent agreement between the theoretical calculations and the 
experimental results which indicate the high efficiency of the used simulation code to quantify 
physical parameters that are difficult to evaluate by experimental methods. 
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INTRODUCTION 


The determination of the characteristic response of a scintillation detector to 
incident gamma photons is a necessary prerequisite to any subsequent quantitative 
analysis of measured spectra. Although response distributions may be 
experimentally measured at certain energies using monoenergetic nuclide sources, 
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the number of such sources 1s quite limited. In order to obtain response at energies 
intermediate to those of the nuclides, i.e., as a function of energy, the researcher 
must resort to either a complicated interpolation of the limited experimental spectra 
or to a calculation of distributions using the Monte Carlo method (Zerby & Moran 
1962; Weitkamp 1963; Giannini et al. 1970). 


The aim of this study is to calculate the accurate response for low energy gamma 
rays below 300 keV. For this purpose, a user-code (Nal-RESPO) based on the use of 
the EGS4 Monte Carlo code (Ford & Nelson 1978; Nelson et al. 1985; Nelson & 
Rogers 1988) was developed. This user-code considers the processes subsequent to 
photoelectric absorption, that is, the emission of a fluorescent X-ray or an Auger 
electron. In the photoelectric absorption process, a characteristic X-ray is emitted by 
the absorber atom. In the majority of cases this X-ray energy is reabsorbed fairly 
near the original interaction site. If the photoelectric absorption occurs near a surface 
of the detector, however, the X-ray photon may escape. In this event, the energy 
deposited in the detector is decreased by an amount equal to the X-ray photon 
energy. Without the X-ray escape, the original gamma ray would have been fully 
absorbed and the resulting pulse would have contributed to the photopeak. With 
escape, a new category of events is created in which an amount of energy equal to 
the original gamma ray energy minus the characteristic X-ray energy is repeatedly 
deposited in the detector. Therefore, a new peak will appear in the response function 
and will be located at a distance equal to the energy of the characteristic X-ray 
below the photopeak . These peaks are generally labled “X-ray escape peaks” and 
tend to be most prominent at low incident gamma ray energies and for detectors 
whose surface-to-volume ratio is large (Knoll 1989). Fig. 1 shows the response 
function of a Nal(Tl) detector following incidence of gamma rays. Though there 
have been some calculations which take the K X-ray escape into account (Giannini 
et al. 1970), yet the effect of the K X-ray escape on the response functions has not 
been fully described. 


In the present work, a treatment of the processes subsequent to the photoelectric 
effect will be described. Next, the calculated response is compared with the 
experimental one, the K X-ray escape from a Nal (TI) crystal and the non-linear 
response of the detector to gamma ray energy (which is prominent at low energy) 
are examined. Finally, the change of the response functions is discussed in 
connection with the incident gamma ray energy. 
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Fig. 1. The processes of photoelectric absorption and X-ray escape is shown at the top. The bottom 
shows a low-energy spectrum from a Nal(T1) scintillator for incident 49.1 keV X-rays from Erbium. 
The lodine characteristic X-ray escape peak lies 25 keV below the photopeak. (From Knoll 1989) 


MATERIALS AND METHODS 


The EGS4 code system 

The EGS4 code system is a well-structured and thoroughly documented system 
of programs which allow the user to simulate electromagnetic cascade showers in 
any material (Ford & Nelson 1978; Nelson et al. 1985; Nelson & Rogers 1988). 
Examples of the usage of this code in the applications of medical radiation physics 
are given in the literature (Kilic 1995; Lewis et al. 1995; Al-Ghorabie 1999; Jeraj ef 
al. 1999; Siebers et al. 1999; Zaidi 1999; Al-Ghorabie et al. 2001). Essentially the 
user writes: 

(1) a user code which handles input, output and initialization of various parameters. 

(2) a subroutine to specify the geometry of the particular problem. 

(3) a scoring routine which keeps track of the quantities of interest (in this case the 

energy deposited in the active detector volume). 
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The EGS4 code system is written in a structured language called Mortran3 
(Nelson et al. 1985) developed at Stanford Linear Accelerator Centre (SLAC). It is 
essentially an extension of standard FORTRAN. Although it is possible to program 
EGS4 entirely in FORTRAN, use of Mortran3 results in very much shorter and more 
readable code. The EGS4 code is available on the Internet. The latest version can be 
downloaded free of charge from the web site. * 

The user code Nal-RESPO used in this work consists of a main program and 
several subroutines which use the EGS4 system to simulate energy deposition in the 
Nal(T!) detector. In terms of running the code, the major critical parameters are the 
source geometry, the number of histories to follow and the energy cut-offs to use 
(the energies below which electrons or photons are deemed to lose all their energy 
locally). The Nal-RESPO user code is available from the author upon request. 

The preparation of the data files required for a particular set of materials is handled 
by a separate program called PEGS. The physical processes considered in this work 
are briefly reviewed below. 


Photoelectric effect 

Every photoelectric absorption is supposed to be caused by iodine, because the 
absorption probability by iodine is much higher than the probability by sodium. It is 
assumed that a photon with less than the K-shell binding energy is absorbed by 
removing the L-shell electron, and that a photon with more than the K-shell binding 
energy can cause both K-shell and L-shell absorption. Though photoelectric 
absorption by the outer shells is possible, the occurrence probability is extremely 
low. The ratio of K-shell absorption to the total photoelectric absorption is almost 
constant, but increases a little as a function of photon energy (Siegbahn 1965). Here, 
the ratio is assumed to be constant at 0.89. When a K-shell vacancy is filled by an 
electron coming from the outer shells, a K X-ray or an Auger electron is emitted. 
The probability of K X-ray emission subsequent to K-shell absorption @K, was 
obtained from the equation according to Burshop (Wapstra et al. 1959), 


114 
0k 1 =-4+ BZ - CZ (1) 
1-2 


where Z is the atomic number. Using the following A= 6.4<107, B= 3.4<107, C= 
1.03x10“, wx was calculated to be 0.86. 


*http://www.irs.inms.nrc.ca/inms/irs/EGSnrc/EGSnrc.html 
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In transitions of electrons coming from the higher shells to the K-shell, the 
important ones are expressed in the Siegbahn notation as follows: 


Ky, = K~ Lr 
Ky =K-—~L, 
Kg =K -M 
Kg =K ~N (2) 
Kg =K-M, 
Kg, =K-N, 
Kgs =K-M, 


These transitions were classified into four groups of: 


Kas Kaas Ky (= Kg, + Kgs + Kgs) and 
K „(= Kg, + K ,, + other transitions). 


Table 1 shows the occurrence probability of each transitions and the energy liberated 
(Wapstra et al. 1959). For K ,. and K y, transitions, the emitted X-ray energy is 


assumed to be constant across their respective emission. X-rays from L-shell 
absorption and any Auger electrons are assumed to lose all their energy soon after 
they are generated. A K X-ray is assumed to be emitted in a random direction, and is 
traced until it degenerates under 10 keV of cut-off energy. 


Table 1. Probability of transition from outer shells to K-shells and the energy liberated. 


Shell | Electron binding | Transition probability Representative 
E او س ا ت ل و‎ 
MN < lg 7 


ا 
ا ا ا ا ا 
إي   -‏ ا > ا ا ا 


Compton scattering 


Direction and energy of a photon after Compton scattering are randomly 
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sampled by making use of the Klein-Nishina formula. At low energy, the scattering 
angle distribution of a photon differs from the Klein-Nishina law, since the binding 
between an electron and a nucleus perturbs the scattering. Nevertheless, the 
photoelectric effect occurs so frequently that the perturbation is expected to make 
little change in calculation. Here, the Compton scattering features are decided in 
accordance with the Klein-Nishina formula. 


Experimental measurement of detector response function 
In the present work the response function of a 2”x2” Nal(11) cylindrical 


scintillation detector was measured experimentally. Fig. 2 shows a schematic 
diagram of the experimental set-up. 
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Fig. 2. A schematic diagram of the experimental set-up. 


An "Am source was located at a distance of 10 cm on the axis of the Nal(T!) 
detector. The Nal (T1) crystal is sealed in a stainless steel jacket with a transparent 
glass (optical window) at one end to permit the exit of scintillation light from the 
crystal to the photomultiplier tube. The crystal and photomultiplier tube are sealed in 
a light-tight jacket to keep out moisture and extraneous light and for mechanical 
protection. The properties and features of the Nal(Tl) detector used in the 
experiment are given in Table 2. 
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Table 2. Properties and features of the Nal(Tl) detector used in the present work. 


Scintillation decay time (nsec) 
Photon yield (per keV) 


6 Index of refraction 


Wavelength of maximum emission (A) 4150 


2 in. dia. x 2 in. thick 


8 Dimensions 


|_9 (Brand j Victoen | 


489-10 


10 | Model number 


In the experiment, extreme attention was paid to the reduction of photons 
scattered by surrounding materials other than the detector assembly. This was 
achieved by performing the experimental measurements in the middle of a large 


empty laboratory. 


RESULTS AND DISCUSSION 


Comparison of Nal-RESPO calculations with experiment 

A calculated response function using the Nal-RESPO user code was compared with 
an experimental gamma ray pulse-height spectrum. The comparison in Fig. 3 
indicates good agreement between calculation and experiment. To the right of the 
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spectrum, a total- 
absorbed peak is shown, 
next an escape peak, and 
on the left a small 
compton edge is visible. 


Fig. 3. Comparison of 
calculated and experimental 
gamma ray response 
functions for a 27x2” 
cylindrical Nal(T1) detector. 
A Am source was located 
at a distance of 10 cm on the 
detector axis. 
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Acalculation without consideration of K X-ray escape is compared with the 
experimental data in Fig. 4. It is clearly shown that K X-ray escape must be included 
in the low energy response calculation, judging from the large discrepancy observed 


at the X-ray escape peak. 


Fig. 4. Calculated response function without consideration of K X-ray escape. The calculated result is 
compared with the same experiment as in Fig. 3. 
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Escape probability of a K X- 
ray 

In the present program, the 
incidence of photoelectric 
absorption and K X-ray escape 
from a Nal(Tl) crystal are 
recorded, so the escape 
probability can be easily 
obtained. Two kinds of 
response functions were 
calculated, one is for a parallel 
beam and another is for a 
point source at a distance of 
10 cm. Since there was no 
significant difference in 
escape probability between the 
two cases, the calculated 
results for parallel beam are 
discussed in this section 
except in connection with Fig. 
5. It was found that the 
calculated K X-ray escape 
probability is in good 


agreement with the 
experimental data of Heath 
(1964). 


Fig. 5. Comparison of 
Calculated K X-ray 
probability with 
experimental data of Heath 
(1964). A point source was 
located at a distance of 10 
cm on the detector axis. 
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The relation of the escape probability to the detector shape and volume was 
examined. Fig. 6 shows the escape probability of cylindrical Nal(11) detectors 
having different volumes. 


Fig. 6. K X-ray escape probability of cylindrical Nal(T1) detectors having different volumes. 


The same kind of results for 
spherical detectors is given in 
Fig. 7. Less than 100 keV the 
probability was found to be 
almost independent of 
detector volume. Over 100 
keV, X-rays generated in a 
small crystal tend to escape 
with more frequency than X- 
rays in a larger crystal. The 
phenomenon is thought to be 
due to the X-ray escape 
through the side surface of the 
detectors, for incident gamma 
rays penetrate deep into a 
Nal(Tl) crystal as the energy increases and the attenuation coefficient decreases. 
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Fig. 7. K X-rays escape probability 
of spherical Nal(T1) detectors 
having different volumes. Spherical Detectors 


Fig. 8 gives the comparison 
of K X-ray escape probability 
between a cylindrical detector 
and a spherical detector. It is 
clear that K X-rays more 
easily escape from a spherical 
detector, at low energies, than 
from a cylindrical detector by 
reasons of the convex surface 
or the dependence on the 
different ratios between Gamma-rays Energy (MeV) 
surface and volume for a 
sphere and a cylinder. 


Escape Probability 
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Fig. 8. Comparison of K X-ray 
escape probability between a 3© 
spherical Nal(T1) detector and a 
37x3” cylindrical Nal(T1) detector. 


Variation of response function 
The variation of response 
functions is demonstrated as a 
function of incident gamma ray 
energy in Fig. 9. A 3%”x3” 
cylindrical detector was 3" x 3" Cylindrical 
selected by reason of the wide 32 
use, and the response functions 
were calculated for 10 parallel 
gamma rays in the energy 
range of 40-300 keV. The 
circles in the figures show the contribution from gamma rays scattered by the 
detector housing. In this range, a spectrum consists of a total-absorbed peak, a K X- 
ray escape peak and a Compton continuum. At extreme low energies around 40 keV, 
a Compton continuum is hidden entirely in a K X-ray escape peak. When the 
gamma ray energy exceeds 50 keV, the existence of a Compton continuum becomes 
more noted as the energy increases. Inversely, an escape peak gets smaller as the 
gamma ray energy increases, and, for a gamma energy over 165 keV, it is difficult to 
distinguish an escape peak from a total absorbed peak. A peak similar to an escape 
peak is observed in response functions of 165 keV to 200 keV. However, it is found 
from Fig. 9 that the peak is not an escape peak but a backscattered peak due to the 
detector housing. 
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CONCLUSION 


The specific Monte Carlo user-code (Nal-RESPO) was developed for the 
calculation of the Nal(T1) scintillation detector response functions for gamma rays 
under 300 keV. With consideration of K X-ray escape from a Nal(T1) crystal, the 
calculation showed good agreement with experimental data. Also, the dependence of 
these features upon detector shape and volume was examined. A clear difference in 
K X-ray probability was observed between cylindrical detectors and spherical 
detectors, however, the detector size hardly influenced the escape probability. The 
change of response functions according to the incident gamma ray energy was 
discussed, and the contents of response functions were made clear. 
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Fig. 9. Change of a gamma ray response function for a 3”x3” Nal(T1) detector as a function of 
energy. Circles stand for the contribution from gamma rays scattered by the detector housing. 
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